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EQUIPMENT LIST VI 


“ SPECIAL LIST OF EQUIPMENT (SLOE) 
Includes all Equipment Required for Systems 1, 3 and 3A 
and all Items of Standard Test Equipment 


MP . ESTIMATED NO. OF ESTIMATED 
ITEM NUMBER NOMENCLATURE — UNIT COST UNITS AMOUNT 

1 10408 Portable Audio Amplifier 

NEWCOMB, E 1010S 10-watt 

amplifier with 10-inch speaker $ 126,82 1 $ 126.82 
2 63017 Cable, Extension, Info. Recorder 8.50 y 34.00 
3 63014 Cable, Test Horn Feed DELETE 
4 63015 Cable, Primary Power, Test Set DELETE 
5 63025 Cable, Info. Amplifier Monitoring 8.50 \ 34.00 
6 63021 Cable, Info. Recorder Monitoring 10.95 4 43,80 
7 10204 Converter, Frequency - HEWLETT- 

PACKARD 525A (Plug-in Head for 

MP=10211)10 eps 100 me 250.00 1 250.00 
8 10216 Converter, Frequency - HEWLETT- 

PACKARD 525B (Plug-in Head for 

MP-10211) 100-200 me 250.00 i 250.00 
9 102121 Counter, Frequency - HEWLETT- 


PACKARD 524B, 10 cps - 10 me 
accuracy, 0001% to 200 me with 


Plug-in Heads (MP-10216 and MP-1020}) 2,150.00 a 2,150.00 
10 10143 De-Magnetizer, Head - AMPEX, Cat. 

No. 704 8.25 3 24.75 
bial 10415 _ Dolly Table Top, MAGNESIUM CO. OF 

AMERICA M-126 96.75 2 193.50 
12 10137 Generator, Pulse - HEWLETT-PACKARD 

212A DELETE 
13 10205 Generator, Signal, VHF ~ HEWLETT- 

PACKARD 608D, 10-he0 me, Output 0.1 V. 

with 50-ohm load, Crystal calibration 1,050.00 1 1,050. se 
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SPECIAL LIST OF EQUIPMENT (SLOE) 
Includes all Equipment Required for Systems 1, 3 and 3A 
and all Items of Standard Test Equipment 


NOMENCLATURE 


Generator, R-F Signal - GENERAL 
RADIO 1001A, 5ke =~ 50 mc, Cali- 
bration + 1% Output 0-0.2 V., 
adjustable; 2V. fixed, Output 
accuracy + 6% 0-80% amplitude 
modulation 


Generator, VHF Sweep - KAY ELECTRIC 
111-A, 10-950 me; sweep width to 
4O me, Output 0.15 V., with 70-ohm load 


Headphones (2000-ohm impedance) 
Horn, 8-Band 
Horn, X-Band 


Set of Jigs for Electronics Board 
(System 3) consisting of one (1) each 
MP-10770, MP-10767, MP-10751, MP-10776, 
MP-10749, MP=10779, MP=10553, MP-10782, 
MP-10843 and two (2) each MP-10820 and 
MP-10817 


Meter, Flutter - D and R, LTD., Model 
FL=36 0-0.5, 0-2% 


Meter, Frequency, Portable - J-B-T 
INSTRUMENTS, INC. Model 34, FP-9M, 
56-64 cps 


Meter, Tension - GEO. SCHERR CO. 0-3 oz. 


Meter, Tension - GEO. SCHERR CO. 0-30 oz. 


Oscillator, Audio - HEWLETT-PACKARD 200 
CD, 5 eps - 600 kc, Output 20 V., no 
load internal impedance 600 ohms 


ESTIMATED 


UNIT COST 


$ 185.00 


26.00 


26.00 


NO. OF 
UNITS 


DELETE 


DELETE 
DELETE 
DELETE 
DELETE 


DELETE 


DELETE 


DELETE 
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ESTIMATED 


AMOUNT. 


$ 185.00 


26.00 


26.00 
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MP ESTIMATED NO. OF ESTIMATED 
ITEM NUMBER NOMENCLATURE UNIT COST UNITS AMOUNT 
25 10218 Oscilloscope, C. R. - TEKTRONIX 531 
Driven sweep to 0.1 microsecond per 
cm. (Requires plug-in preamplifiers, 
MP-10148 and MP-10230) $ 995.00 2 $1,990.00 
26 10148 Oscilloscope, Preamplifier, Plug-in, 
High Gain - TEKTRONIX 53B (Used with 
MP-10218), Sensitivity 5 mv/em, 
Frequency response to 9 mc 125.00 2 250.00 
27 10230 Oscilloscope, Preamplifier, Plug-in, 
Dual Trace - TEKITRONIX 53C (Used 
with MP-10218), Sensitivity 0.05 
v./em, Frequency response to 8.5 me 275.00 2 550.00 
28 10187 Oscilloscope Probe, ALtemator - 
TEKTRONIX P51OA 8.50 h 34.00 
29 10217 Power Supply, Dual - DRESSEN-BARNES 
Model D3-300D, 0-300 V. d-c regulated, 
300 ma max 550.00 1 550.00 
30 10173 Tape Splicer, Model TS4, ROBINS 
INDUSTRY CORP., Bayside, N. Y. 8.50 1 8.50 
31 10188 Tachometer, Stroboscopic, GENERAL 
RADIO Type 631-BL DELETE 
32 Loh Tape, Test - AMPEX Model 6000-Al 12.00 2 2.00 
33 10566 Test. Set, Ground; for System 1 
Including Scope Hood DELETE 
34 10199 Test Set, Ground; for System 3 DELETE 
35 10190 Tool Kit, Electronic Technician 156.42 4 625.68 
36 10192 Tool Kit, Laboratory 290.31 1 290.31 
“3- 
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and all Items of Standard Test Equipment 


B 


39 


ho 
ha 
he 
43 
yy. 
AS 
46 
47 
48 
9 
90 


51 


52 


Approved For Relggse 1999/09/08 : CIA-RDP81 BOQgF8RO00,20093000334, 1957 


10702 


10770 
10767 
10751 
10776 
10749 
10779 
10553 
10782 
10820 
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EQUIPMENT LIST VI 


SPECIAL LIST OF EQUIPMENT (SLOE) 
Includes all Equipment Required for Systems 1, 3 and 3A 
and all Items of Standard Test Equipment 


ESTIMATED WO. OF ESTIMATED 
NOMENCLATURE UNIT COST UNITS AMOUNT 


Tripod, Test Horn (modified) DELETE 


Voltmeter, Vacuum Tube - HEWLETT-PACKARD. 

410B, Frequency Response 20 cps - 700 me, 

0-300 V. a-c, d=-c 10 megohm, 1.5 micro- 

microfarad input resistance and capacitance DELETE 


‘Voltmeter, Vacuum Tube - TRIPLEIT 


Model 631, 0-120 V. d-c 11 megohm input 
impedance, 0-1200 V. d-c, 20,000 ohm per 
volt, 0-1200 V, a-c, 0-1200 ma. d-c, 
0-12 a, d-c, 0-150 megohm resistance, 


-30 to + 56 db, Aceurance + 4% $ 59.50 5 $ 297.50 
Test Jig for O2A with Shield 99.89 1 99.89 
Test Jig for 02B : 142.76 Hi 142.76 
Test Jig for 02C 146.24 1 146.24 
‘Test Jig for 02D 144.08 a: 144.08 
Test Jig for 03 151.23 a 151.23 
Test Jig for O4 170.97 4 170.97 
Test Jig for 05 180.47 1 180,47 
Test Jig sh 03, O4, and 05 139.26 1 139.26 
Test Probe R. F. 89.75 2 179.50 
Cable, Power 64.45 4 257.80 
Shield, Can 7" for use with MP-10767, 

MP-10751 and MP-10776 15675 3 47.25 
Bench, Standard Lab Model GFE mae) GFE 


Attenuator, Coax, PRD Type 130-D, 
20-4 db at 4 KMC 45.00 2 90.00 
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SPECIAL LIST OF EQUIPMENT (SLOE) 
Includes all Equipment Required for Systems 1, 3 and 3A 


and all Items of Standard Test Equipment 


NOMENCLATURE 


Meter, Megacycle, MEASUREMENTS CORP. 
Model No. 59-Grid Dip Meter 


Panel, Test System 3 


Kit, Tool, System 3 


Amplifier and Rack Assembly 
AMPEX No. 5701 : 


Power Supply, AMPEX No. 3741 


Transport, Low Speed, AMPEX 
No. 5700 (Modified) 


Cable, Power Supply, AMPEX 
Cable, Interconnecting, Blas, AMPEX 


Cable, Interconnecting, Power, 
AMPEX — 


Cable, Interconnecting, Power 
AMPEX (Modified ) 


Cable, Primary Power, AMPEX 


Generator, VHF, Sweep, JERROLD 
Model 900 


Phone, Crystal, Brush Model A-1 
No. 205 


ESTIMATED 


$ 168.00 
200.00 


10.00 


425.00 


75.00 


850.00 
3.00 


2.00 


3.00 


5.00 


1.50 


1,145.00 


26.75 


B 

NO. OF ESTIMATED 

UNITS AMOUNT 
3 $ 504.00 
3 600.00 
3 30.00 
1 425,00 
1 75.00 
1 850.00 
5 9.00 
2 4.00 
a 3.00 
1 5.00 
a 1.50 
1 1,145.00 

10 267.50 
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